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Illuminance at a Distance

Dist(m) Enadir(lx) Dh/Dv_B(m) S_B(sq.m) Eav_B(lx)
Dh/Dv_F(m) S_F(sq.m) Eav_F(lx)

20.0 4.12 53.42/52.58 2225.9 0.77
204.83/285.08 52288.9 0.02

5.0 65.90 13.36/13.14 139.1 12.25
51.21/71.27 3268.1 0.25

10.0 16.47 26.71/26.29 556.5 3.06
102.41/142.54 13072.2 0.06

Beam Angle(B): H106.4 V105.5  Field Angle(F): H157.9 V164.0

Dh

Dv

C Plane (°):0.0-360.0: 30.0 Gamma Plane (°):0.0-180.0:1.0
Test Lab: BRANDON Test Device: GPM-1600L
Test Type: TYPE C Distance: 8.580 m
Temperature: 23 Humidity: 88
Operator: QIU Inspector: 
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